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Abstract:

 

It has been suggested that the morbidity associ-
ated with cardiopulmonary bypass can be attributed in part
to the blood–material and blood–air interactions in the
extracorporeal circulation (ECC). A recently introduced
minimized ECC-system (MECC System) should be able to
reduce these negative effects associated with ECC. A ret-
rospective analysis was performed comprising 485 patients
who were operated on for elective coronary artery bypass
grafting (CABG) using the MECC System with intermit-
tent antegrade warm blood cardioplegia (group 1) from
January 2000 to February 2004. A control group consisted
of 485 patients (group 2) undergoing elective CABG in the
same period using a conventional ECC and cold crystalloid

cardioplegia. There were no significant differences
between the two groups in terms of the duration of intu-
bation following surgery, the length of intensive care unit-
stay and the total hospital stay. Although the 30-day mor-
tality was similar between the two groups, the incidence of
postoperative complications and the perioperative use of
blood products were significantly higher in the control
group compared to the MECC group. The MECC System
may  serve  as  an  alternative  and  less  invasive  approach
to conventional ECC.
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Coronary artery bypass grafting (CABG) with
extracorporeal circulation (ECC) is widely consid-
ered as a safe and effective method for coronary
revascularization. Because of the research and devel-
opment made in cardiopulmonary bypass (CPB),
CABG can, at present, be performed with a mortal-
ity as low as 3% (1,2) and thus CABG with ECC
represents the gold standard to which any new tech-
nique has to be compared. Nevertheless, only about
65% of conventional CABG procedures reported no
complications, and the morbidity of CABG is largely
attributed to the use of CPB (3). A systemic inflam-
matory response syndrome (SIRS) is still associated
with CPB, which can result in bleeding, arrhythmias,
thromboembolism, endothelial dysfunction, neuro-
logical disorders, or organ dysfunction (3,4). In order
to minimize these deleterious effects of CPB, the use

of off-pump coronary artery bypass grafting
(OPCAB) has gained renewed interest as a poten-
tially safer technique to maintain the functional
integrity of major organ systems. Postulated benefits
of OPCAB procedures include a reduction in mor-
bidity, lower cost resulting from a shorter hospital
stay and convalescence period, an equivalent quality
of the bypass grafts and increased patient comfort,
compared to traditional CABG with ECC (5,6).
However, despite a high level of experience, OPCAB
has been reported to cause incomplete revaculariza-
tion and a higher rate of early re-operation (7). Fur-
thermore, hemodynamic collapse may occur during
OPCAB because of ischemic or mechanical compli-
cations and result in a total hospital mortality of
about 2% (8). Suitable patient selection is essential
for successful OPCAB procedures. Nevertheless,
CPB will still be needed for many procedures in car-
diac surgery. In Germany, currently about 94% of all
CABGs are performed using ECC, thus a reduction
of the invasive aspects of CPB is still of real interest
(9).
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Recently a modified ECC-system was introduced
and first described by Philipp and colleagues, which
initially was conceived to assist circulation in beating
heart  procedures  (10).  Later  on,  its  application
was extended for CABG with cardioplegic cardiac
arrest using intermittent antegrade warm blood
cardioplegia.

The minimal extracorporeal circulation-system
(MECC System, Jostra AG, Hirrlingen, Germany) is
a closed, fully heparin-coated (Bioline Coating, Jos-
tra AG) and preconnected ECC-system, consisting of
a diffusion membrane oxygenator (Quadrox D, Jos-
tra AG) and a centrifugal pump (RotaFlow, Jostra
AG). The reduction of the tubing length and the
removal of a venous reservoir and cardiotomy suc-
tion prevent any air–blood contact in combination
with a high grade of biocompatibility. This new sys-
tem should be able to reduce the negative effects
associated with conventional ECC, such as systemic
inflammatory reaction, hemolysis, hemodilution, dis-
turbances of blood clotting disorders, and postoper-
ative complications.

This retrospective study was performed to analyze
4 years’ experience with the MECC System regard-
ing the clinical outcome and the incidence of postop-
erative complications.

 

MATERIALS AND METHODS

 

After obtaining approval from the local Ethics
Committee, a retrospective analysis was performed
at a single university hospital using a prospectively
collected surgical database comprising 1909 cardiac
surgical patients undergoing elective CABG
between January 2000 and February 2004. Among
these patients, 485 elective CABG patients were
identified who were operated on using the MECC
System with intermittent warm antegrade blood car-
dioplegia (group 1, MECC). During the same period,
485 control cases were randomly chosen from the
same database. These patients underwent elective
CABG using a conventional ECC and cold crystal-
loid cardioplegic solution (group 2, ECC). The same
surgeons, anesthesiologists and perfusionists were
involved in both groups of patients. Patients with a
relevant aortic valve insufficiency or a body mass
index (BMI) 

 

>

 

 40 kg/m

 

2

 

 were excluded from the
MECC procedure.

Anesthesia was induced in all patients with intra-
venous Fentanyl (Janssen-Cilag GmbH, Neuss, Ger-
many) 5 

 

m

 

g/kg, followed by Etomidate (B. Braun
Melsungen AG, Melsungen, Germany) until loss of
consciousness and Pancuronium (Curamed Pharma
GmbH, Karlsruhe, Germany), 100 

 

m

 

g/kg, and main-

tained either with an infusion of Propofol (Astra
Zeneca GmbH, Wedel, Germany) of 3–5 mg/kg/h, or
0.4–0.8% endexspiratory Isoflurane (Abbott GmbH,
Wiesbaden, Germany), supplemented with bolus
doses of Fentanyl up to 10 

 

m

 

g/kg and Pancuronium,
30 

 

m

 

g/kg. In both groups Aprotinin (Bayer Vital
GmbH, Leverkusen, Germany) was administered
prior to institution of CPB in a dose of at least 2 

 

¥

 

 10

 

6

 

kallikrein inhibitory units when platelet active med-
ication was given less than 6 days before elective
surgery.

The MECC System is a fully heparin-coated and
preconnected closed ECC system consisting of a dif-
fusion membrane oxygenator and a centrifugal pump
at a nonpulsatile flow rate of up to 2.6 L/min/m

 

2

 

, a
two-stage venous cannula (40–32 Fr), an aortic can-
nula (7 mm), and 3/8 inches PVC tubing (180 cm) as
shown in Fig. 1. When required, online blood gas and
saturation monitoring (CDI 500, Terumo, Tokyo,
Japan) could be incorporated in the venous or arte-
rial line of the system. Integrated in the drive unit of
the centrifugal pump were a flow meter and a bubble
sensor. With the help of a heat exchanger as part of
the oxygenator, mild hypothermia during bypass to
a rectal temperature of 33–34

 

∞

 

C and rewarming of
the patient were easily achieved. The reduction of the
tube length and the removal of a venous reservoir,
an arterial filter, and cardiotomy suction prevented
any air–blood contact and allowed a reduced priming
volume of about 480 mL (280 mL of Ringer’s solu-

 

FIG. 1.

 

Composition of the minimal extracorporeal circulation
system (MECC): closed-loop system without venous reservoir,
consisting of a diffusion membrane oxygenator and a centrifugal
pump.
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tion and 200 mL of mannitol 20%). A shuntline was
integrated in the circuit to provide arterial blood
sampling and volume or drug administration during
bypass. Before initiating the MECC System, antico-
agulation was attained by administration of 150 IU/
kg heparin to achieve an activated clotting time
(ACT) of 250–300 s. A cell-saving device was used for
blood salvaging from the surgical field and retransfu-
sion of the centrifuged and washed blood at the end
of surgery.

CABG in group 1 was performed using a modified
Calafiore cardioplegia technique (11). Cardioplegic
solution (mixture of 30 mL KCl 14.9Vol% and 6 mL
MgSO

 

4

 

 50Vol%) was delivered intermittently by an
antegrade route via an aortic root cannula with vent
line and pressure tubing (DLP, Medtronic, Minnea-
polis, MN, U.S.A.) with the cardioplegia line exiting
the cardioplegia port of the oxygenator. After initi-
ating MECC and aortic cross clamping, ventricular
fibrillation was induced.

In the control group, a standard CPB technique
was used for all patients. Before aortic cannulation,
patients were anticoagulated with heparin (375 IU/
kg) to an ACT of 

 

>

 

400 s. A two-stage cannula was
used for drainage of venous blood from the right
atrium. The bypass circuit consisted of a roller pump
(Stöckert Instruments, Munich, Germany) at a non-
pulsatile pump flow rate of 2.6 L/min/m

 

2

 

 

 

±

 

10% and
one of the following three microporous membrane
oxygenators, providing nearly equivalent gas transfer
characteristics: Capiox RX25 (Terumo, Tokyo,
Japan), Hilite7000 (Medos, Stolberg, Germany),
Quadrox-Safeline (Jostra AG). The circuit was
primed with a balanced crystalloid/colloid solution
(1000 mL of Ringer’s solution, 200 mL of mannitol
20%, and 300 mL of 6% HES 200/0.5) and consisted
of  a  hard  shell  venous  reservoir.  Alpha stat blood
gas management was used. After aortic cross clamp-
ing and single dose administration of 1500 

 

±

 

 400 mL
cold cardioplegic solution (Custodiol HTK-
Bretschneider, Dr. Franz Köhler Chemie Alsbach-
Hähnlein, Germany), a stable level of perfusion pres-
sure with mild hypothermia (rectal temperature 33–
34

 

∞

 

C) was obtained.

 

Morbidity parameters analyzed

 

Blood samples were taken for maximum values of
lactate concentration during bypass and minimum
values of hemoglobin, measured subsequent to car-
dioplegia application.

Postoperative myocardial infarction was assessed
by serial electrocardiographic changes and a typical
rise and fall in the serum creative kinase MB (CK-
MB) activity. An increase in plasma creatinine of

 

>

 

20% from preoperative value within 3 days after
surgery defined postoperative renal insufficiency.
Patients required dialysis in case of oligoanuria,
hyperkalemia, and metabolic acidosis. Stroke was
defined as a new neurologic deficit confirmed by com-
puter tomography or magnetic resonance imaging.

 

Statistical analysis

 

Statistical analysis was performed using the SPSS
10.0 software (SPSS, Chicago, IL, U.S.A.). Normal
distribution was assessed by the Lilliefors modifica-
tion of the Kolmogorov–Smirnov test. Values of con-
tinuous data are presented as mean 

 

±

 

 SD or as
median (range) when appropriate. Categorical vari-
ables are displayed as frequency distributions (

 

n

 

) and
simple percentages (%). Univariate analysis of vari-
ance (ANOVA) with a posthoc Scheffeé test was
performed for specific differences between the
groups for normally distributed continuous variables
and with the Kruskal–Wallis test, followed by the
Mann–Whitney 

 

U

 

-test for not normally distributed
continuous variables. Univariate comparison
between the groups for categorical variables was
made using the 

 

c

 

2

 

 and the Fisher’s exact test when
appropriate. Within-group comparisons of continu-
ous data were performed using a general linear
model procedure (repeated-measures analysis of
variance). Statistical significance was considered
when 

 

P

 

 

 

<

 

 0.05.

 

RESULTS

 

Both groups were similar with respect to demo-
graphic data and preoperative risk factors (Table 1).

Differences between the MECC-group and the
control group regarding the intraoperative data are
presented in Table 2. In particular, the number of
grafts (3.3 

 

±

 

 0.8 vs. 3.5 

 

±

 

 0.9), the duration of CPB
(79 

 

±

 

 24 min vs. 86 

 

±

 

 24 min), the time of aortic cross
clamping (48 

 

±

 

 15 min vs. 51 

 

±

 

 16 min), and the
minimal measured temperature during bypass
(33.6 

 

±

 

 1.0

 

∞

 

C vs. 33.0 

 

±

 

 1.2

 

∞

 

C) were similar in both
groups. Cardioplegia volume (22 

 

±

 

 7 mL vs. 1519 

 

±

 

449 mL, 

 

P

 

 

 

<

 

 0.05) and ACT measured at onset of
CPB (362 

 

±

 

 96 s vs. 561 

 

±

 

 163 s, 

 

P

 

 

 

<

 

 0.05) were signif-
icantly lower in group 1 compared to group 2. Mean
arterial pressure (MAP) and mean pump flow rate
during bypass differed significantly between the
groups at all timepoints as shown in Fig. 2. The fre-
quency of vasoactive drug administration was
significantly lower in MECC-patients compared to
ECC-patients (318 [65%] vs. 429 [88%], 

 

P

 

 

 

<

 

 0.05).
Maximum values of lactate concentration during

bypass were significantly higher in the control group



 

CLINICAL OUTCOME WITH THE MECC SYSTEM 1085

 

Artif Organs, Vol. 28, No. 12, 2004

 

(14.1 

 

±

 

 6.2 mg/dL) compared to the MECC group
(11.1 

 

±

 

 4.7 mg/dL, 

 

P

 

 

 

<

 

 0.05). Minimum values of
hemoglobin as an indicator of hemodilution differed
significantly between group 1 and group 2
(10.2 

 

±

 

 1.4 g/dL vs. 7.6 

 

±

 

 2.6 g/dL, 

 

P

 

 

 

<

 

 0.05). There
were no significant differences between the two
groups regarding the duration of intubation follow-

ing surgery, the length of intensive care unit (ICU)
stay and the total hospital stay (Table 2).

While postoperative blood loss was comparable
between the two groups, the number of patients
receiving transfusion of packed red blood cells
(PRBCs) during surgery (150 [31%] vs. 42 [8.6%])
and during the complete perioperative course (383
[79%] vs. 190 [39%]) was significantly larger in the
control group compared to the MECC group
(

 

P

 

 

 

<

 

 0.05).
Clinical outcomes and the incidence of postopera-

tive complications are detailed in Table 2. Whereas
the 30-day mortality was similar between both
groups, the incidence of postoperative complications
was significantly higher in the control group com-
pared to the MECC group (

 

P

 

 

 

<

 

 0.05).

 

TABLE 1.

 

Demographic data and preoperative risk factors

 

Variable

Group 1
MECC

(

 

n

 

 

 

=

 

 485)

Group 2 
ECC 

(

 

n

 

 

 

=

 

 485)

 

P

 

 

 

<

 

 0.05

Demographic data
Age (year) 66 

 

± 

 

8.6 65 

 

± 

 

8.6 n.s.
Sex (male/female) 351/134 385/100 n.s.
(% female) 27.6 20.6
BMI (kg/m

 

2

 

) 28 

 

± 

 

4.0 28 

 

± 

 

3.9 n.s.
EF (%) 63 

 

± 

 

15 62 

 

± 

 

16 n.s.

Preoperative risk factors
Diabetes 145 (30%) 136 (28%) n.s.
Hypertension 310 (64%) 334 (69%) n.s.
Smoking 126 (26%) 145 (30%) n.s.
Hyperlipidemia 291 (60%) 305 (63%) n.s.
Obesity 247 (51%) 242 (50%) n.s.
History of stroke 39 (8%) 34 (7%) n.s.
PVD 73 (15%) 82 (17%) n.s.
COPD 82 (17%) 87 (18%) n.s.
Renal disease 64 (13%) 68 (14%) n.s.

Data are presented as mean 

 

± 

 

SD or as frequency distributions
(

 

n

 

)  and  simple  percentages  (%).  BMI,  body  mass  index;  EF,
left  ventricular  ejection  fraction;  PVD,  peripheral  vascular
disease; COPD, chronic obstructive pulmonary disease.; n.s., not
significant.

 

TABLE 2.

 

Perioperative data

 

Variable

Group 1
MECC

(

 

n

 

 

 

=

 

 485)

Group 2 
ECC 

(

 

n

 

 

 

=

 

 485)

 

P

 

 value

 

Intraoperative data

 

Grafts (

 

n

 

) 3.3 

 

± 

 

0.8 3.5 

 

± 

 

0.9 n.s.
CPB-time (min) 79 

 

± 

 

24 86 

 

± 

 

24 n.s.
X-clamp time (min) 48 

 

± 

 

15 51 

 

± 

 

16 n.s.
Temperature min (

 

∞

 

C) 33.6 

 

± 

 

1.0 33.0 

 

± 

 

1.2 n.s.
Cardioplegia (mL) 22 

 

± 

 

7 1519 

 

± 

 

449 *
ACT (s) 362 

 

± 

 

96 561 

 

± 

 

163 *
Use of Phenylephrine (

 

n

 

) 318 (65%) 429 (88%) *
Lactate preoperative 9.1 

 

± 

 

4.3 9.0 

 

± 

 

3.9 n.s.
(mg/dL) max 11.1 

 

± 

 

4.7 14.1 

 

± 

 

6.2 *
Hb preoperative 12.6 

 

± 

 

1.5 12.8 

 

± 

 

2.1 n.s.
(g/dL) min 10.2 

 

± 

 

1.5 7.6 

 

± 

 

2.6 *

 

Postoperative data

 

Ventilation (h) 11 [2–216] 12 [2–242] n.s.
ICU stay (day) 1 [0–32] 1 [0–38] n.s.
Hospital stay (day) 12 [1–65] 13 [2–38] n.s.

 

Hemostatic data

 

PRBC
OR 42 (8.6%) 150 (31%) *
Total 190 (39%) 383 (79%) *

FFP 86 (17%) 80 (16%) n.s.
Chest tube drainage (mL) 765 

 

± 

 

606 817 

 

± 

 

619 n.s.

 

Mortality and postoperative complications

 

30-day mortality 8 (1.6%) 12 (2.5%) n.s.
Myocardial infarction 9 (1.9%) 16 (3.3%) *
Low cardiac output 4 (0.8%) 21 (4.3%) *
Atrial fibrillation 58 (12%) 160 (33%) *
Defibrillation 19 (3.9%) 49 (10%) *
Re-thoracotomy 1 (0.2%) 15 (3.1%) *
Re-intubation 9 (1.9%) 25 (5.1%) *
Pneumonia 4 (0.8%) 15 (3.1%) *
Renal insufficiency 4 (0.8%) 15 (3.1%) *
Dialysis 1 (0.2%) 11 (2.2%) *
Stroke 5 (1.0%) 15 (3.1%) *

Data are presented as mean 

 

± 

 

SD, as median (range) or as fre-
quency distributions (

 

n

 

) and simple percentages (%) when appro-
priate. ACT, activated clotting time; ICU, intensive care unit;
PRBC, packed red blood cells; OR, operating room; FFP, fresh
frozen plasma; Hb, hemoglobin; min, minimum value, measured
following cardioplegia administration; n.s., not significant.

*

 

P

 

 

 

<

 

 0.05 for MECC vs. ECC.

 

FIG. 2.

 

Mean arterial pressure (MAP) and pump flow rate during
bypass in both groups at timepoints: T1 

 

=

 

 following cardioplegia
administration, T2 

 

=

 

 in the middle of bypass time at 34

 

∞

 

C,
T3 

 

=

 

 end of aortic cross clamping time. *P < 0.05 for MECC vs.
ECC.
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DISCUSSION

The results of our observation demonstrate a com-
parable postoperative course regarding the length of
ICU stay, total hospital stay, and 30-day mortality,
together with a significantly lower incidence of post-
operative complications in the MECC group com-
pared to the control group, indicating that the MECC
System can serve as an alternative and less invasive
approach to conventional ECC.

In the present study, maximum values of lactate
concentration (normal, 0.0 mg/dL to 20.0 mg/dL)
during bypass were significantly higher in the con-
trol group compared to the MECC group (Table 2).
Though the interpretation of elevated lactate con-
centrations is limited by several confounding vari-
ables, measurement of blood lactate levels is widely
used to assess the adequacy of tissue perfusion
(12). Based on regional blood flow and lactate
exchange measurements, Takala et al. stated that
hyperlactatemia after cardiac surgery is a sign of
inadequate or marginal tissue perfusion of the
hepatosplanchnic region, as well as other tissues
(12). The differences between the groups in the
present study regarding lactate concentration were
slight, but statistically significant (Table 2) and con-
firmed the impression that the MECC System can
be considered to be less detrimental concerning
organ failure compared to conventional ECC and
to provide a better tissue perfusion, as shown by
the incidence of postoperative complications
(Table 2). This might be in part the effect of the
volume-constant perfusion featured in the closed-
loop MECC System regularly resulting in an ele-
vated MAP compared to conventional CPB partic-
ularly at the onset of circulation as shown in Fig. 2.
The increased perfusion pressure and the greater
intravascular volume, resulting from the removal of
a venous reservoir, together with the consequently
decreased need for vasoactive drugs during bypass,
should provide a better capillary perfusion of all
organs (Table 2).

It has also been suggested that the morbidity asso-
ciated with CPB can be attributed in part to SIRS
caused by blood–material and blood–air interactions
in the ECC (13). Biocompatible circuits designed to
prevent the early activation of inflammatory cas-
cades have been shown to affect various aspects of
blood activation and appear promising. Improve-
ments in the design of the ECC by integrating differ-
ent components with minimal surface area and
diminished blood–air interactions should further
minimize the blood activation. Fromes et al. recently
demonstrated that the MECC System provides a

lower inflammatory reaction when compared to stan-
dard CPB (14).

Bioline Coating of the MECC System combines
polypeptide and active heparin to simulate a natural
endothelium. This coating method should ensure
stable bonding of the heparin molecule and the
immobilized polypeptide. The effects of heparin-
coated circuits on the inflammatory response during
CPB have been extensively studied and it has been
shown that heparin coating could decrease comple-
ment activation and cytokine production and atten-
uates the release of neutrophil granular proteases in
CPB (13,15,16). However, other studies showed
controversial results, indicating no benefit when
using heparin-coated circuits (17,18). Therefore, it is
difficult to solely examine the effect of heparin
coating on blood activation, because many other
factors independent of ECC contribute to blood
trauma.

In the MECC group anticoagulation was attained
by administration of 150 IU/kg heparin to achieve an
ACT of 250–300 s, corresponding to only 40% of the
usually administered heparin dose. This recommen-
dation stands in contrast to Fromes et al. who
described a heparin dose of 300 IU/kg for the MECC
procedure (14). According to the reduced heparin
dose in the fully heparin-coated MECC circuit, ACT
at onset of CPB was significantly lower in the MECC
group compared to the control group (Table 2).
Ovrum et al. measured various coagulation and
fibrinolysis parameter in patients undergoing CABG
with full (ACT > 480 s) and reduced (ACT > 250 s)
systemic heparinization and concluded that CABG
can be safely performed with reduced systemic hep-
arinization in combination with fully heparin-coated
circuits (19). No anticoagulation complications were
detected at any time in the study period; therefore
we found it permissible to reduce the systemic hep-
arinization to 150 IU/kg heparin in the fully heparin-
coated circuit of the MECC System.

Another source of blood activation is a direct
blood–air interface. Schönberger and colleagues
noticed more systemic blood activation during and
after CPB in patients treated with an open venous
reservoir than in those treated with a closed reser-
voir with the consequence of an increased blood loss
(20). The venous reservoir is accused of being the
foremost source of activated blood and recirculation
of shed blood should therefore be precluded (21).
The removal of a venous reservoir and cardiotomy
suction in the closed MECC circuit prevents any
air–blood contact and contributes to this experience.
Furthermore, the significantly reduced pump flow
rate of the MECC System as a result of the
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increased MAP during the MECC procedure
(Fig. 2), should result in a decreased amount of
hemolysis. Although only a statistically not signifi-
cant tendency toward a higher postoperative blood
loss in the ECC group could be observed in the
present investigation, the intra- and postoperative
use of blood products was significantly higher in the
control group compared to the MECC group and
confirms these findings.

The reduction of the tube length and the removal
of a venous reservoir, arterial filter, and cardiotomy
suction prevent not only any air–blood interface but
also allow a reduced priming volume of about
480 mL. Minimum values of hemoglobin as an indi-
cator of hemodilution clearly verified this effect, as a
significant difference could be observed between the
control group and the MECC group (Table 2).
Because of the absent venous reservoir, the MECC
System is only compatible with small volumes of car-
dioplegia. The higher cardioplegia volume used in
the conventional bypass group in contrast to the
small amounts of Calafiore solution in group 2 fur-
ther pronounced hemodilution.

The use of a centrifugal pump instead of a roller
pump in addition to the incorporation of a new dif-
fusion membrane oxygenator instead of a conven-
tional membrane oxygenator should reduce the
mechanical trauma to blood cells as well as blood
activation (22). Therefore, such a new oxygenator
containing a plasma-tight poly(4-methyl-1-pentene)
membrane was incorporated in the MECC System to
provide optimal biocompatibility. The wall of the new
plasma-tight hollow fiber consists of a highly porous
support matrix and a thin (0.05 mm) tight membrane
on the blood side of the matrix. This membrane con-
stitutes a solid barrier between blood and gas, and is
therefore also described as a solid or diffusion mem-
brane. The homogenous nonporous membrane and
the complete separation of blood and gas phase
should provide a better biocompatibility with less
blood traumatization. Crossing of micro bubbles
caused by a lowered pressure on the blood side com-
pared to the gas side as well as plasma leakage should
not occur because of the tightness of the membrane
(23,24).

The application of volatile agents into the gas
supply line of the MECC System is possible but
technically demanding. However, recent studies
demonstrated a markedly decreased uptake of
Isoflurane into blood via the new poly (4-methyl-1-
pentene) membrane oxygenators compared to con-
ventional polypropylene membrane oxygenators
(23,24). Therefore, Propofol may be preferable for
maintenance of anesthesia in MECC patients to

ensure a constant level of the applied anesthetic
agent. However, the possible loss of ability to use
volatile agents which cause preconditioning of the
myocardium could be a major potential disadvantage
of the system (25).

The MECC System employs kinetically assisted
venous drainage, which raises some safety issues, par-
ticularly the increased risk of air entrainment. There-
fore, a bubble sensor is integrated in the drive unit
of the centrifugal pump, which will trigger a visual
alarm. Furthermore, the pressure in the venous line
is monitored continuously to avoid a negative pres-
sure in the right atrium. Nevertheless, the attentive-
ness of the perfusionist is essential to stop and deair
the circuit via the shuntline in the case of air entrain-
ment to prevent air embolism. Alternatively, incor-
poration of a soft reservoir bag should provide easy
management of air entrainment.

Limitations
Even if both groups appear comparable and had a

relatively equal distribution of all significant preop-
erative variables, the data are retrospective and this
is a limitation of the study. Although we made every
attempt to acknowledge all clinically significant vari-
ables and to eliminate any selection bias, the analyt-
ical technique accounts only for identified variables
and it is possible that an effect may exist from an
unquantified variable.

CONCLUSIONS

In the present study we found a comparable post-
operative course regarding the length of ICU-stay,
total hospital stay and 30-day mortality, together with
a significantly lower incidence of postoperative com-
plications in patients undergoing CABG with the
help of the MECC System compared to patients
undergoing CABG with full circulatory support.
Despite the limitations mentioned above, the results
of the present study demonstrated that the MECC
System may serve as an alternative and less invasive
approach to conventional ECC. The results found in
our observation should be confirmed in prospective
trials, to evaluate above all, whether a specific group
of patients with preexisting organ dysfunctions could
benefit from the new system.
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